Purpose To evaluate the suitability of including both Heidelberg Retina Tomograph-I (HRT-I) and HRT-II examinations in the same longitudinal series for HRT topographic change analysis (TCA) and to evaluate parabolic error correction (PEC) to improve the agreement between HRT-I and HRT-II examinations. Methods A total of 66 eyes from the University of California San Diego Diagnostic Innovations in Glaucoma Study with baseline HRT-I and HRT-II examinations obtained on the same day and Z3 HRT-II follow-up examinations were included. Two TCA analyses, HRT-I examination at baseline (HRT-I-mixed series) and HRT-II examination at baseline (HRT-II-only series) were compared. Agreement between the HRT-Imixed and HRT-II-only series were estimated using Bland-Altman plots. Agreement was assessed: (1) using the current HRT software settings (PEC applied only to HRT-II-only series), and (2) modified HRT settings (PEC also applied to HRT-I-mixed series). Results With current HRT software settings, the HRT-I-mixed series significantly overestimated change locations (ie, red pixels) compared with the HRT-II-only series as indicated by statistically significant proportional biases in the Bland-Altman analysis. By applying PEC to HRT-I-mixed series there were no statistically significant biases in the TCA parameter estimates compared with the HRT-II-only series. Conclusion In some eyes, HRT-I and HRT-II baseline examinations are not interchangeable in TCA analysis without parabolic error correction. HRT-I-mixed series detected more changes characteristic of glaucoma when there were only minimal changes in the HRT-II-only series. Our results suggest that in the majority of cases, with PEC, HRT-I examinations may be included in a longitudinal series containing HRT-II examinations.
Introduction
Detecting glaucomatous progression is one of the most important, yet challenging, aspects of disease management. This task generally is accomplished by examining serial visual fields, serial optic disk photographs and, more recently, serial structural imaging measurements. The latter technique is challenging, in part, because glaucoma is a slowly progressing disease requiring years of follow-up. During this time, structural imaging instruments typically undergo hardware and software improvements. Because patients are followed for many years, they often undergo testing using more than one instrument version. These versions ideally should be backwards compatible and provide comparable measurements.
The Heidelberg Retina Tomograph (HRT, Heidelberg Engineering, GmbH, Heidelberg, Germany) is a confocal scanning laser ophthalmoscope used for topographic assessment of the optic nerve head. 1 HRT-I (classic) was introduced for clinical use in 1991 and HRT-II in 1999. The scans acquired using the HRT-I at 101 Â 101 field of view and the HRT-II scans have the same transverse resolution of approximately 11 mm. Therefore, the topographies computed from the HRT-I and HRT-II scans are theoretically compatible and interchangeable. With current software, HRT-I scans are converted to HRT-II format and combined in a single longitudinal series with HRT-II scans to detect localized retinal height changes using topographic change analysis (TCA) and other change detection algorithms. [2] [3] [4] We noticed that, in some eyes, TCA available in HRT software detected significantly larger number of locations with significant decrease in retinal height when using an HRT-I baseline examination compared to when using an HRT-II baseline examination conducted on the same day (for eg, see Figures 1a vs b and 2a vs b). In HRT software, a data normalization procedure corrects for any horizontal and vertical shifts, rotational and tilt misalignment, and differences in parabolic distortion (known as parabolic error correction (PEC), described in Subjects and methods section and in Appendix A) between baseline and each follow-up examinations in a longitudinal series. Because the field of view of HRT-I examinations (101 Â 101) is smaller than that of HRT-II examinations, PEC is not applied when an HRT-I examination is included in the longitudinal series. We hypothesized that some of the TCA differences observed in Figures 1b and 2b in contrast to Figures 1a and 2a, respectively, are because of the lack of PEC when using HRT-I examination as baseline.
In this study, we compare the TCA results when HRT-I and HRT-II examinations were used as baseline with HRT-II examinations as follow-up. Specifically, we first assess agreement in the TCA results with an HRT-I at baseline (HRT-I-mixed series) without PEC to same eyes with an HRT-II at baseline (HRT-II-only series) with PEC as in the current HRT software. We then change the data normalization procedure to also correct for differences in parabolic distortion when HRT-I examinations are used at baseline (as in Figures 1c and 2c ).
Subjects and methods

Subjects
All participants in the University of California San Diego (UCSD) Diagnostic Innovations in Glaucoma Study (DIGS) with good quality HRT-I and HRT-II examinations acquired on the same baseline visit and with at least three good quality HRT-II follow-up examinations were included in the study. HRT examinations with mean pixel height standard deviation (MPHSD) o50 mm were considered to be of acceptable quality for analysis (after quality review according to standard protocols, HRT-I baseline examinations of five eyes in the HRT-I-mixed series and HRT-II baseline examinations of four eyes in the HRT-II-only series had MPHSD between 40 and 50 mm). The UCSD Institutional Review Board approved the study methodologies and all methods adhered to the Declaration of Helsinki guidelines for research in human subjects and the Health Insurance Portability and Accountability Act.
HRT instrumentation and data preparation
Because 101 HRT-I topographies have the same transverse resolution as 151 HRT-II topographies, 1 HRT software can convert 101 HRT-I topographies to HRT-II format for analysis. During conversion, 256 Â 256 HRT-I HRT-II-only series with parabolic error correction (current software setting)
HRT-I-mixed series without parabolic error correction (current software setting)
HRT-I-mixed series with parabolic error correction (modified software setting) Figure 1 HRT TCA for the HRT-I-mixed series and HRT-II-only series of a UCSD DIGS participant (case 1). HRT-I-mixed series without parabolic error correction (b) detected more number of significant change locations compared with the HRT-II-only series (a). TCA agreement between HRT-I-mixed series (c) and HRT-II-only series (a) improved by applying parabolic error correction also to the HRT-I-mixed series.
retinal height measurements are embedded in the center of a 384 Â 384 pixel area and measurements outside the central 256 Â 256 region are marked as invalid.
Two separate HRT databases were constructed to evaluate TCA results. In the HRT-II-only series database, only HRT-II examinations were included for analysis. In the HRT-I-mixed series database, the baseline HRT-II examination was replaced with an HRT-I examination acquired on the same day and all HRT-II follow-up examinations were retained as in the HRT-II database. HRT software versions used in this study were HeyEx 1.6.1.0, HRTS 3.1.2.5, and HRTImport 1.3.0.0 (Heidelberg Engineering, GmbH, Heidelberg, Germany).
Optic disk contour margins in both databases were manually drawn by the same person. Contour lines on the HRT-I-mixed series were adjusted to closely match that of the HRT-II-only series (relative differences in disk area were within ± 5%). Topographies in relative-tilted coordinates were exported from the study databases. 1 
PEC for HRT follow-up topographies
For optic nerve head imaging, an optimal distance of 10 mm is recommended between HRT and the eye. 1 When eyes are imaged at this optimal distance, the focal plane of HRT lies parallel to the retinal surface and HRT images are optimal with minimal distortion. When this optimal imaging distance is not maintained, the focal plane becomes distorted especially in the peripheral region (G Zinser and M Reutter, Heidelberg Engineering, Personal Communication, 2007; also refer to Appendix A).
Effects of the distance between HRT and the eye on the retinal focal plane are illustrated using ray-tracing diagrams in Figure 3 . A wide-angle schematic eye model based on the Gullstrand-Le Grand model eye and a scanning beam of 2 mm diameter and 633 nm wavelength were used to construct the ray tracing diagrams using Optica 3 software (Barnhart Optical Research LLC, Urbana, IL, USA) in Mathematica 7 environment (Wolfram Research Inc, Champaign, IL, USA). 5 We used 633 nm wavelength scanning beams instead of 670 nm scanning beams used in HRT because more accurate refractive indices of cornea (1.3747), aqueous humor (1.336), lens (1.4183), and vitreous humor (1.3347) were available at 633 nm for more accurate ray tracing. 5 As illustrated in Figure 3 , differences in the distance between HRT and the eye result in differences in degrees of distortion of the retinal focal plane that are more prominent in the peripheral region. In HRT, retinal images corresponding to these retinal focal planes are acquired through an imaging pinhole located at a plane conjugate to these retinal focal planes. 6 This conjugate relationship between the retinal focal plane and the HRT pinhole located at the retinal conjugate plane is maintained at all working distances in HRT (G Zinser, personal communication, July 2010). Therefore, retinal measurements (at the pinhole) will have peripheral measurement distortions corresponding to the shape of these retinal focal planes. These differences in the retinal measurements result in differences in the curvature of the HRT retinal topographies that need to be corrected before analyzing HRT topographies for changes over time. Therefore, in addition to aligning topographies, HRT software also corrects for any difference in parabolic distortion of retinal measurements between baseline and follow-up examinations (parabolic error). Because parabolic distortion is more prominent in the peripheral region, HRT software corrects parabolic error only in 151 HRT-II topographies and not in 101 HRT-I topographies. Therefore, the current HRT software does not correct parabolic error when there is at least one HRT-I HRT-II-only series with parabolic error correction (current software setting)
HRT-I-mixed series with parabolic error correction (modified software setting) examination in a longitudinal series (as in the HRT-I-mixed series). The PEC procedure available in the HRT software (described in Appendix A) was implemented in MATLAB version 7.9 (The Mathworks Inc., Natick, MA, USA) and was separately applied to the HRT topographies in relative-tilted coordinates.
Topographic change analysis
HRT TCA is a three-way mixed effects ANOVA model for detecting localized (superpixel) retinal height changes and is commonly used for automated analysis of HRT topographies for detecting glaucomatous changes over time. 2, [7] [8] [9] [10] [11] [12] [13] HRT TCA was implemented in MATLAB and superpixel change probabilities and mean difference topographies calculated. Four TCA change summary parameters (all units are in superpixels) were computed as described elsewhere: 8 (1) total number of superpixel locations with significant decrease in retinal height (red pixels), (2) size of the largest cluster of red pixels, (3) total number of superpixel locations with significant increase in retinal height (green pixels), and (4) size of the large cluster of green pixels, all within the disk margin.
TCA agreement
Agreement between the HRT-I-mixed and HRT-II-only series was determined using the latest follow-up examination of each participant. For all TCA parameters, difference between the HRT-I-mixed and HRT-II-only series, means, and 95% confidence intervals (CIs) were estimated. Bland-Altman mean vs difference plots were generated and bias between the HRT-I-mixed and HRT-II-only series were estimated. 14, 15 Observed bias is considered to be statistically significant only when the 95% CI of the bias does not include 0.
For quantitative evaluation of parabolic error in the HRT-I-mixed and HRT-II-only series, we estimated the mean parabolic error at a radius of 500 mm from the center of the parabolic error maps (Figure 7c ) generated by the PEC procedure described in Appendix A.
Results
A total of 66 eyes from 66 UCSD DIGS participants were included. Participants ranged in age from 39.48 to 91.16 (median of 71.3) years. The median number of HRT follow-up examinations was five (range 4-7), representing a median of 5.27 years of follow-up. The mean spherical equivalent of refractive errors at baseline was À0.57 (95% CI: À1.08 to À0.07) diopters. There were no tilted optic disks in this study on the basis of the assessment of simultaneous stereophotographs by experienced certified graders. Demographics of the study participants and their baseline characteristics are presented in Table 1 .
Agreement between the HRT-I-mixed and HRT-IIonly series is summarized in Table 2 . Using the current HRT software settings, the TCA red pixel parameters were significantly higher in the HRT-I-mixed series (without PEC) compared with the HRT-II-only series (with PEC). After applying PEC to the HRT-I-mixed series, there were no statistically significant differences between the HRT-I-mixed and HRT-II-only series. igure 3 Ray trace diagrams (a, b) illustrating that differences in the distance between HRT and the eye between any two scans result in differences in the shape of the focal plane traced by the HRT scanning beams (c). A wide-angle schematic eye based on the Gullstrand-Le Grand model eye and scanning beam of 2 mm diameter and 633 nm wavelength were used to generate the ray trace diagrams using Optica 3 software. For clarity, two rays per beam were used. Scanning beams of 633 nm wavelength were used for ray tracing instead of 670 nm scanning beams of HRT because more accurate refractive indices of the cornea, aqueous humor, lens, and vitreous humor were available for modeling at 633 nm. The retinal focal planes were constructed by fitting a curve through the focal points of the HRT scanning beams at 01, ± 3.51, and at ± 71. Differences in the focal plane distortion because of the differences in distance between HRT and the eye are more prominent in the peripheral region compared with the central region. By the conjugate focal principle, retinal structures at the focal plane are imaged through a pinhole located at a plane conjugate to the retinal focal plane. Therefore, retinal measurements will have peripheral measurement distortions corresponding to the shape of the retinal focal plane. Figure 4 shows the Bland-Altman plots for the TCA parameters, wherein parabolic error was corrected only in the HRT-II-only series as in the current HRT software. The estimated biases in Figure 4a and b had statistically significant positive slopes indicating that (1) the HRT-I-mixed series of the study participants significantly overestimated TCA red pixel parameters compared with the HRT-II-only series and (2) the difference between the HRT-I-mixed and HRT-II-only series increased in proportion to the TCA changes detected (ie, proportional bias). For the TCA green pixel parameters, observed biases and mean differences between the HRT-I-mixed and HRT-II-only series were of borderline statistical significance. Figure 5 shows the Bland-Altman mean vs difference plots of the TCA parameters estimated after applying PEC to both the HRT-I-mixed and HRT-II-only series. For all TCA parameters, there was no statistically significant bias between the HRT-I-mixed and HRT-II-only series. PEC to the HRT-I-mixed series removed proportional biases in the red pixel parameter estimates (Figure 5a and b) , and slightly increased the variability of differences in the green pixel parameters (Figure 5c and d) . Figure 6 shows the Bland-Altman mean vs difference plots of the TCA parameters estimated from the HRT-I-mixed and HRT-II-only series both without PEC. It can be observed that Figure 6 is very similar to Figure 4 indicating that HRT-I-mixed series without PEC has poor agreement with both HRT-II-only series with and without PEC. The mean parabolic error estimated at a radius of 500 mm from the center of the parabolic error maps (Figure 7c ) was 27.42 (95% CI ¼ 23.44, 31.41) mm for the HRT-I-mixed series and À0.07 (95% CI ¼ À0.56, 0.42) mm for the HRT-II-only series. Therefore, the parabolic error observed in the HRT-I-mixed series was significantly larger than in the HRT-II-only series further supporting the similarity observed between Figures 4 and 6.
For all of TCA parameters, there was no statistical significant association between the observed differences in the TCA parameter values and the differences in disk area (in pixels) between the HRT-I-mixed and HRT-II-only series (Kendall's Tau P-value 40.30).
Discussion
This analysis indicates that, with the current software settings, TCA detects more topographic locations with significant decrease in retinal height in longitudinal series with a baseline HRT-I examination (HRT-I-mixed series) without PEC compared with the same series with a baseline HRT-II examination (HRT-II-only series) with PEC. In some eyes, TCA detected changes in the HRT-I-mixed series suggest neuroretinal rim changes characteristic of glaucoma which are not apparent in the HRT-II-only series (Figures 1b and 2b) . The differences and biases in the green pixel parameters observed between the HRT-I-mixed and HRT-II-only series were Combining HRT-I and HRT-II exams for glaucoma change detection M Balasubramanian et al of borderline significance. Summary measures of both red and green pixel-based TCA parameters (Table 2) and their Bland-Altman plots (Figures 4-6) suggest that correcting parabolic error in the HRT-I-mixed series improves TCA agreement between the HRT-I-mixed and HRT-II-only series. Improved agreement observed for both red and green pixel-based TCA parameters indicates that the PEC procedure did not introduce significant number of erroneous green pixels while controlling red pixels and vice versa.
From the Bland-Altman plots in Figure 5 , we observed the presence of a few outlying extreme differences even after applying the PEC to the HRT-I-mixed series. For example, in the largest cluster of red pixels plot in Figure 5b , differences 4100 superpixels are present in five eyes even after applying PEC. There are several possible explanations for the differences in TCA results between the HRT-1-mixed series and HRT-II-only series. There may be differences between 'eye data' of the baseline HRT-I and HRT-II examinations, such as corneal curvature radius, astigmatic corrective lenses, glasses, and contact lenses that effect the magnification and scaling of the topographies and thus may significantly affect any topographic analysis. In this study, however, we observed no causal relationship between the eye data and the extreme outliers (data not shown). In addition, although HRT-I and HRT-II instruments have similar optical design, and acquire scans with compatible transverse resolution, there are several differences in their scan protocols. For example, in HRT-I, three separate optic disk scans are manually acquired in succession to constitute an optic disk examination, whereas three optic disk scans are automatically acquired in succession in HRT-II/3 instrument. Therefore, some differences are expected in the intraexam variability of HRT-I examinations and of HRT-II examinations. Moreover, the HRT-I acquires a fixed set of 32 optical section images irrespective of the scan depth, thus, has a variable axial resolution of 62-128 mm between optical sections. The HRT-II acquires a variable set of 16-64 optical sections and maintains a constant axial resolution of 62.5 mm between optical sections. It is expected that the differences in axial resolution between HRT-I and HRT-II instruments could be a source of variability between the topographies constructed from the HRT-I and HRT-II optic disk scans. There are other general improvements in the HRT-II instruments (such as tilted head rest, prescanning of the optic nerve head, faster scans, and so on.) that may also make it easier to take images at a consistent distance from the eye. The effects of these and other sources of measurement variability than can result in differences in the HRT-I and HRT-II images are difficult to characterize in this small cohort. Combining HRT-I and HRT-II exams for glaucoma change detection M Balasubramanian et al Currently, there are no studies on the repeatability of the HRT progression parameters for HRT-I-only longitudinal series and HRT-II-only longitudinal series (ie, how variable the progression parameters are if we replace the baseline examination of a longitudinal series comprised of only HRT-I examinations with another baseline HRT-I examination acquired on the same day; similarly, how variable the progression parameters are for the longitudinal series comprised of HRT-II examinations only). Therefore, it is not clear if the extreme outlying differences observed between the HRT-I-mixed series and HRT-II-only series are also likely between any two repeated HRT-I-only series or between any two repeated HRT-II-only series of an eye.
In addition, we modified the PEC calculations to include two additional strategies to improve the PEC procedure currently available in HRT software (data not shown). In brief, the modified PEC (1) excludes measurements within the optic disk to remove possible influence of optic disk measurements and any glaucomatous changes over time in eyes with disk diameter 41000 mm and (2) adaptively adjusts the dimensions of the peripheral retinal ring to correct for residual error during PEC. The modified procedure provided good agreement between HRT-I-mixed series and HRT-II-only series, similar to the current PEC procedure available in HRT software. By excluding optic disk measurements while estimating differences in parabolic distortion in a follow-up examination, the modified PEC procedure may reduce the possibility of correcting for changes in the follow-up examinations due to significant rim thinning or deepening of the optic cup.
Including an HRT-I examination at baseline with HRT-II follow-up examinations represents a common clinical scenario. In clinical practice, a TCA series may include several HRT-I examinations followed by HRT-II examinations because of software/hardware upgrades. The number of patients with HRT-I baselines and HRT-II follow-up is growing as patients continue to be examined with HRT-II and monitored using TCA analysis. It should be noted that the differences in TCA-detected retinal height decrease results between the HRT-I-mixed and HRT-II series did not occur in all eyes. In eyes with differences in TCA results, it is likely that the distance between the eye and HRT was different for the baseline HRT-I examinations and the follow-up HRT-II examinations, the condition that PEC was designed to correct. It is therefore difficult to estimate the proportion of eyes that can be expected to show the larger decrease in retinal height with an HRT-I as baseline compared with the HRT-II as baseline because the number can vary by clinic and operator. However, on the basis of significantly lower parabolic error observed in the HRT-II-only series, it can be inferred that HRT-II-only series may provide a more specific detection of glaucomatous changes. We also investigated the possibility that the PEC procedure may be overcorrecting for differences in the HRT-II-only series thereby causing significant differences with the HRT-I-mixed series without PEC. Bland-Altman plots of TCA parameters estimated from the HRT-I-mixed and HRT-II-only series, both without PEC, also exhibited significant proportional biases in the TCA parameters ( Figure 6 ). In addition, parabolic error present in the HRT-I-mixed series was significantly higher (27.42 mm) than the HRT-II-only series (À0.07 mm). Therefore, it is essential to correct parabolic error in the HRT-I-mixed series.
It is not readily apparent why HRT-II-only series have significantly lower parabolic error compared to the HRT-I-mixed series. In HRT-I topographies, peripheral retinal region outside 101 are not available. Therefore, during PEC, residual errors (calculated from retinal measurements outside the central 101) are not corrected in the HRT-I-mixed series. We considered the absence of residual error correction in HRT-I-mixed series as a possible reason for the significantly higher parabolic error observed in the HRT-I-mixed series. To test this hypothesis, we calculated the parabolic error maps for several examples in the HRT-II-only series using only the measurements within the central 101 retinal topographic measurements and thus without correcting for the residual error. However, the parabolic errors were approximately the same for both with and without correcting for residual error in all of the HRT-II-only series examples tested. Further investigation in a Size of the large cluster of green superpixels within disk (in superpixels) Figure 6 Bland-Altman plots of TCA parameter mean vs difference constructed without correcting for differences in parabolic distortion in both the HRT-I-mixed series and HRT-II-only series. Panels a-d indicate that significant proportional biases exist between the estimated TCA parameters because HRT-I-mixed series overestimated red superpixels and underestimated green superpixels compared to the HRT-II-only series.
Mean baseline topography
Mean follow-up topography Estimated parabolic Error Mean follow-up topography after parabolic error correction
HRT-II-only series
HRT-I-mixed series controlled setting is necessary to understand the sources of higher parabolic error between HRT-I and HRT-II topographies.
Because the TCA disagreement observed between the HRT-I-mixed and HRT-II-only series are due at least in part to parabolic error, such disagreement is also expected when using other change detection algorithms. 3, 4 In HRT, some of the rim, cup, and optic disk-related stereometric parameters are estimated using optic disk margin transferred from baseline to each follow-up after normalizing the topographies. Therefore, it is also important to evaluate agreement between the stereometric parameters of HRT-I and HRT-II examinations and the effects of PEC. This is studied in a separate work. 16 One of the limitations of this study is the relatively small population sizeFa result of the strict eligibility criterion used for participant selection, where at least one good quality baseline HRT-I examination and one good quality HRT-II examination were required on the same day with at least three good quality HRT-II follow-up examinations for TCA analysis. A possible source of error in this agreement analysis is due to the necessity to manually draw optic disk contour lines separately on the HRT-I-mixed and HRT-II-only series. 17 Possible contour line differences were minimized by closely replicating the contour line of the HRT-I-mixed series on to the HRT-II-only series by the same person (relative disk area differences were within ±5%). Moreover, we found no association between differences in disk size and differences in the TCA parameter estimates. Although this report focuses on the number of red and green pixels within the disk margin, we observed similar results for other TCA parameters including size of the largest red/green clusters relative to disk size, and area and volume of the red/green clusters within disk.
The PEC used in the HRT software is one of the data normalization procedures applied to HRT topography series before analyzing for changes over time. The other commonly known topography normalization procedures correct for horizontal and vertical shifts and rotational and tilt alignment among topographies in a longitudinal series. This study further highlights the importance of the data normalization procedures for preparing the high-resolution optical imaging datasets for progression analysis and their effects in the clinical diagnostic accuracy of the computational methods, such as TCA.
In summary, using the current HRT software, retinal height decreases in some eyes were overestimated by TCA when an HRT-I examination was used at baseline instead of an HRT-II examination. Application of PEC improved the agreement between the HRT-I-mixed and HRT-II-only series with few extreme outlying differences. Therefore, our results suggest that, with PEC, in the majority of cases, HRT-I examinations may be included in a longitudinal series containing HRT-II examinations. baseline and the follow-up after the initial parabolic error correction is corrected using a residual error correction procedure as follows. The residual retinal height difference at a radius of R avg ( ¼ 175 pixels) from the center of the image between the baseline and follow-up examination is calculated from the parabolic error corrected retinal height differences D at an angular interval of 11 within a peripheral ring of inner radius R min ¼ 160 pixels and outer radius R max ¼ 190 pixels, where R avg ¼ (R min þ R max )/2. Thus, the residual retinal height difference (RD) is calculated as RD R avg; j À Á ¼ The residual retinal height difference estimates are further spatially smoothed using a moving average filter with a spatial support of 231. Using the angularly smoothed peripheral residual retinal height difference estimates (ie, RD), the final residual error correction matrix for the entire imaging area is calculated as follows.
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Residual error correction matrix
RCðr; jÞ ¼ RDðr; jÞ Á r R avg 2
Based on the residual error correction matrix estimate RC(r,j), the initial parabolic error correction estimate P(x,y) is revised as P (x,y) by fitting a parabolid to the residual error corrected mean difference topography D(x,y)ÀRC(x,y).
Total parabolic error ¼ P (x,y) þ RC(x,y) Finally, differences in parabolic distortion between the baseline and the follow-up HRT examination are removed by subtracting the estimated total parabolic error from each of the 3 single topographies in the follow-up HRT examination.
Parabolic error correction applied to both HRT-I-mixed series and HRT-II-only series (not available in the current HRT software)
The parabolic error correction procedure described above for HRT-II-only series was also applied to all of the HRT-I-mixed series in the HRT-I-mixed database. The only difference is that because there is no valid pixels in the HRT-I topographies converted to HRT-II format in the peripheral retinal region (ie, at radius R avg ¼ 175 pixels), the residual error correction matrix RC ¼ 0 and therefore, the revised paraboloid fit is same as the initial fit. The total parabolic error is given by the paraboloid fit P(x,y) for the mean height difference topography D(x,y). Figure 7 (bottom row) shows the application of parabolic error correction to an HRT-I-mixed series. Size of the HRT-II topography (384 pixels) 0 .8 3 S Figure 8 Schematic layout of the parabolic error correction procedure overlaid on an example HRT-II difference topography. Parabolic error correction is a data normalization procedure used in HRT software to correct for any differences in parabolic distortion between a baseline and a follow-up examination. In the current HRT software (HRTS version 3.1.2.5), measurements within the central circular region of diameter 1000 mm are excluded while estimating the parabolic error between a baseline and a follow-up examination.
Measurements within a peripheral retinal ring were used to correct for any residual error.
